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TECHNICAL  REPORT  SUMMARY 


The  goal  of  this  research  effort  is  to  perform  an 
investigation  of  the  effects  of  seismometer  non-linearities 
on  received  signals  and  to  improve  understanding  of  the 
effects  of  distortion,  caused  by  seismometers,  on  later 
data  processing. 

Seismometers  are  designed  to  convert  earth  motion  into 
electrical  signals.  In  an  ideal  seismometer,  this  conversion 
would  take  place  without  distortion.  In  an  actual  seismo¬ 
meter,  one  must  contend  with  several  types  of  distortion. 

These  distortions  affect  the  type  and  potential  success  of 
all  later  processing  steps.  Without  proper  consideration 
for  the  errors  committed  by  the  transducer,  one  can,  in  fact, 
come  to  false  conclusions  regarding  the  characteristics  of 
the  original  signals. 

Non-linearities  in  present  seismometers  make  it  difficult 
to  utilize  spectral  discriminants  to  solve  the  "interfering 
event"  problem.  The  potential  advantage  of  increased  bandwidth 
for  improved  spectral  discrimination  is  eliminated  for  non¬ 
linear  instruments  because  the  problem  with  non-linearities 
increases  as  the  bandwidth  of  the  instrument  is  increased. 

A  "soft"  zero-memory  non-linearity  is  described  in 
Section  2.1  and  used  to  model  the  non- linear  effects  of  seismo¬ 
meters.  Results  of  application  of  this  non  1 incaritv  model  to 
the  signal  (see  2.2)  and  noise  spectra  (see  2.3)  demonstrate 
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that  non-linearities  of  the  order  of  1%  can  significantly  increase 
noise  levels  in  frequency  bands  of  interest.  Also,  spurious 
cross-product  terms  are  generated  which  could  easily  be  mistaken 
for  low-level  events. 

For  modeled  non-linearity  levels  ranging  from  0.1%  to  3%, 
when  applied  to  microseismic  noise  spectra,  resulted  in  peak 
spectral  noise  increases  ranging  from  1  to  33  db  for  displacement 
noise  and  from  1  to  21  db  for  acceleration  noise.  Noise  levels 
in  selected  long-period  and  short-period  bands  increased  by  as 
much  as  30  db  for  the  3%  distortion  level.  The  example  non- 
linearities  are  demonstrated  to  cause  significant  increases  in 
noise  levels  for  non-linearities  of  the  order  of  1%  and  less. 

The  severity  of  the  problem  depends  of  course  on  the  exact 
non-linearity  levels  to  be  expected  in  actual  seismometers. 

Efforts  to  date  have  indicated  that  an  expected  upper 
bound  on  non-linearities  is  1%;  however,  very  little  information 
concerning  the  definition  of  this  distortion  level  is  available. 
There  is  a  noticeable  lack  of  reliable  test  data  to  verify 
expected  levels  of  non-linearities. 

Definition  and  implementation  of  non-linearity  test  pro¬ 
cedures  are  required  before  reliable  bounds  can  be  placed  on 
seismometer  non-linearity  levels.  A  preliminary  representation 
is  given  of  desirable  features  of  such  test  procedures. 
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1.0  INTRODUCTION 


The  goal  of  this  research  effort  is  to  perform  an 
investigation  of  the  effects  of  seismometer  non-linearities 
on  received  signals  and  to  improve  the  understanding  of 
the  effects  of  distortion,  caused  by  seismometers,  on  later 
data  processing.  This  work  will  also  lead  to  improved  methods 
of  combining  data  from  co- located  seismometers  so  as  to  reduce 
the  effects  of  these  distortions.  The  availability  of  modern 
data  processing  equipment  makes  it  possible  to  utilize  new 
approaches  to  seismometer  design  and  utilization  so  that 
distortion  effects  are  minimized. 

Non-linearities  in  present  seismometers  make  it  difficult 
to  utilize  spectral  discriminats  to  solve  the  "interfering 
event"  problem.  The  potential  advantage  of  increased  band¬ 
width  for  improved  spectral  discrimination  is  eliminated  for 
nc n- 1 inear  instruments  because  the  problem  with  non-linearities 
increases  as  the  bandwidth  of  the  instrument  is  increased. 

Although  it  has  been  generally  accepted  that  analog 
recording  has  been  a  limiting  factor  in  both  the  broadband 
and  the  interfering- event  problems,  this  is  most  likely  not 
the  case.  The  analog  recorder  can  faithfully  record  and 
play  back,  without  need  for  switching,  over  a  dynamic  range 
of  neai  ly  100  db.  The  background  noise  level  rises  with  the 
signal  level,  however,  so  that  only  about  a  30  to  40  db  sub¬ 
range  can  be  utilized  in  the  broadband  case.  Kvcn  with  this 
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reduced  dynamic  range  for  the  recorder,  non-linearities  of 
the  order  of  1"  in  tlic  seismometer  arc  sufficient  to  make 
the  seismometer  the  limiting  factor  rather  than  the  recorder. 

1 h x ^  is  illustrated  in  Section  2.0  for  the  simple  case  of 
multiple  sinusoidal  signals.  The  effect  of  non-linearities 
on  the  microseismic  noise  spectrum  is  also  illustrated. 

A  "soft"  zero-memory  ron-lincarity  is  described  and  used 
to  rodcl  the  non-linear  effects  of  seismometers.  Results  of 
application  of  this  non-linearity  model  to  the  signal  and 
noise  spectra  demonstrate  that  non-linearities  of  the  order 
of  1°,  can  significantly  increase  noise  levels  in  frequency 
bands  of  interest.  Also,  spurious  cross-product  terms  arc 
generated  which  could  easily  be  mistaken  for  low- level  events. 

Thus  the  relative  effects  of  non-linearities  arc  demonstrated. 

The  next  step  is  to  determine  acceptable  levels  of  non-linearities 
for  actual  seismometers  and  to  recommend  methods  for  verification 
of  these  levels. 
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2.0  TECHNICAL  DISCUSSION 


2 . 1  The  Problem 

Seismometers  are  designed  to  convert  earth  motion  into 
electrical  signals.  In  an  ideal  seismometer,  this  conversion 
would  take  place  without  distortion.  In  an  actual  seismometer, 
one  must  contend  with  several  types  of  distortion.  These 
distortions  affect  the  type  and  potential  success  of  all  later 
processing  steps.  Without  proper  consideration  for  the  errors 
committed  by  the  transducer,  one  can,  in  fact,  come  to  false 
conclusions  regarding  the  characteristics  of  the  original 
signals. 

The  characteristics  of  most  transducers  are  similar.  The 
primary  design  specifications  which  influence  signal  distortion 
are  : 

•  Bandwidth  -  'I he  effect  of  instrument  bandwidth 
is  to  distort  the  signal  by  emphasising  certain 
frequency  components  at  the  expense  of  others. 

•  Dynamic  Range  -  The  dynamic  rang?  is  the  difference 
between  the  instrument's  self -noise  and  the  maximum 
signal  that  can  he  accepted  without  exceeding  a  set 
level  of  amplitude  distortion.  An  instrument  with 
inadequate  dynamic  range  will  cither  distort  strong 
signals  by  clipping  them,  or  mask  weak  ones  with 
additive  noise. 
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•  L  Lncar i ty  -  The  effect  of  non-linearities  is  to 
distort  the  relative  amplitude  of  signals.  The 
effect  of  these  non-linearities  on  signals  is  not 
uniquely  rcvcrsable  hy  later  data  processing. 


Dynamic  range  can  be  improved  by  digitizing  the  output 
data  at  the  seismometer.  This  eliminates  noise  sources 
extraneous  to  the  seismometer  itself.  However,  this  docs 
not  solve  the  non-linearity  problem.  In  fact,  it  will  be 
shown  that  improved  dynamic  range  can  make  the  non-linearity 
be  the  limiting  source  of  distortion.  Thus,  it  is  desired 
not  only  to  improve  dynamic  range  but  to  reduce  the  effects 
of  non-linearities  also. 

Non-linearities  arc  a  result  of  such  factors  as  imperfect 
springs  which  cause  a  non-linear  compliance,  hysteresis  or 
stiction  effects  which  influence  damping,  and  the  accuracy  of 
the  electromagnetic  (o  other)  pickup.  It  is  theoretically 
possible  to  reduce  these  to  almost  any  desired  limit  if  cost 
and  size  are  not  limiting  factors.  However,  some  non-linearity 
will  always  exist  in  seismometers,  and  should  be  included  in 
a  modeling  approach  to  minimizing  distortion  in  seismic  signals. 

The  effects  of  non-linearities  can  be  seen  in  either  the 
time  domain  or  the  frequency  domain.  If  the  input  is  a  com¬ 
plicated  function  of  time,  it  can  be  considered  to  be  equivalent 
to  a  Fourier  series  with  many  terms.  The  effect  of  the  non- 
linearities  on  the  output  is  to  create  energy  at  all  sum -and - 
difference  frequencies  which  existed  at  the  input. 
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Consider,  for  example,  the  non-linear  response  represented 


by: 

3 

y  =  k(x-ax  )  (1) 

where 

X  =  the  input  time  function 

k  =  1 

y  =  the  output  time  function 

and  a  ~  the  distortion  for  an  input  of  v  =  1 

The  response  curve  represented  by  (1)  is  shown  in  figure  1. 

In  order  to  relate  the  distortion  to  real  signals,  the  response 
curve  is  normalized  to  the  input  rms  value.  Thus ,  a  specified 
distortion  level  of  "a"  means  that  y  =  X'a  when  x  is  at  its 
rms  value.  The  distortion  level  increases  for  x  greater  than 
its  rms  value  and  decreases  to  zero  as  x  goes  to  zero. 

Because  of  the  nature  of  the  non-linearity  model,  the 
transfer  function  goes  to  zero  slope,  then  negative,  as  the 
cubic  term  predominates.  As  a  safeguard  against  the  negative 
slope,  a  clipping  lc\el  is  defined  where  the  slope  goes  to 
zero.  This  level  is  a  function  of  the  value  of  "a"  and  is 
given  in  figure  1  for  example  values  of  "a"  from  O.H  to  3P6. 

The  expected  non-linear  response  and  its  point  of  action 
aie  not  veil  understood.  figure  2a  illustrates  two  examples 
of  how  the  non-linearity  might  react  with  earth  motion.  In 
the  top  part  of  the  figure  the  non-linearity  acts  on  earth 
acceleration.  In  the  bottom  part  of  the  figure  tire  non-linearity 
acts  on  earth  displacement.  Other  questions  concerning  the 
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point  of  action  include  v/hetlicr  the  nov-lincarity  is  mechanical 
(springs,  etc.)  transduce r- related  (moving  coil  pick-off, 
capacitor  measurement,  etc.)  or  electronics  related. 

Tor  the  analysis  model  shown  in  Figure  21)  used  in  this 
program,  input  and  output  spectra  wee  compared  for  three  cases: 
1)  multiple  siiusoid,  2)  (lisp1  teement  microseismic  noise,  and 
3)  acceleration  microseismic  noise.  Results  of  the  application 
of  the  non-linearity  model  in  Figure  1  to  these  three  cases  are 
•  iscusscd  in  the  remainder  of  this  section. 


2 . 2  Sine  Wave  Inputs 

Signals  consisting  of  equally  weighted  sinusoids  were 
generated  and  processed  through  the  non-linearity.  The  input 
spectrum  for  a  signal  consisting  of  two  sinusoids  at  frequencies 
fl  and  f2  is  shov;n  in  figure  3.  As  illustrated  in  the  output 
spectrum  (see  1 igure  3)  for  this  case,  cross-product  terms  are 
generated  by  the  non-linearity  which  have  amplitudes  about 
40  to  50  db  below  the  true  signal  components.  The  value  of 
"a"  in  this  case  was  K, . 

Several  conclusions  can  be  drawn  from  this  example: 

1.  The  distortion  added  by  even  a  good  seismometer 
can  be  appreciable  when  viewed  in  the  frequency 
domain.  Since  this  is  the  case,  recorders  which 
have  specified  dynamic  ranges  of  30  to  40  db  are 
adequate  to  record  the  dat;  generated  through 
the  e  seismometers. 
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2.  l’hc  generated  spectrum  is  complex  for  this  simple 
ease.  It  would  be  difficult  to  remove  the  non¬ 
linear  effects,  especially  if  mixed  in  with  other 
effects  such  as  linear  filtering. 

3.  The  added  components  occur  over  a  much  wider 
frequency  band  than  is  occupied  by  the  original 
s i gnal . 

4.  One  ould  suspect  low- level  signals  in  the  presence 
of  strong  peaks  as  being  spurious. 

2 . 3  Non-Linearity  Effects  on  Microscismic  Noise 

A  model  for  microscismic  noise  (DISPLACEMENT  MODEL  3) 
covering  the  period  range  from  0.1  to  greater  than  100  seconds 
was  synthesized  using  measurement  data  from  various  sources 
[1]  [2]  [3],  An  alternate  model  (DISPLACEMENT  MODE!.  4)  based 
on  more  detailed  measurement  for  long  period  noise  including 
the  peak  at  18  seconds  was  also  developed  [4].  These  two  dis¬ 
placement  noise  spectra  arc  shown  in  Figure  4.  A  program  was 
devised  for  generating  a  noise  time  signal  which  exhibits  the 
spectral  properties  shown  in  Figure  4  and  covering  the  range 
from  .002  Hz  to  S  liz  (.125  to  500  seconds  period).  These  noise 
time  signals  were  then  processed  through  the  non-linearity  and 
comparisons  were  made  between  input  and  output  spectra. 

Estimates  for  tiic  corresponding  acceleration  spectra  were 
obtained  by  doubly  differentiating  with  respect  to  time  the 
displacement  curves.  Results  of  this  process  arc  shown  in 
Figure  5  for  noise  models  3  and  4. 
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Results  of  application  of  the  non-linearity  model  to 
displacement  noise  are  shown  in  Figure  6  for  the  two  noise 
models.  Input  spectra  are  shown  as  solid  lines  and  output 
spectra  are  shown  for  values  of  distortion  (at  rms)  of 
0.1  ,  0.3c,  1 . 0«  and  3?b.  As  would  be  expected  the  high 
energy  microseismic  peak  at  approximately  6- seconds  when 
passed  thru  the  non-linearity  model  causes  significant 
increases  in  noise  energy  at  the  third  harmonic  level 
(approximately  0.4  llz)  and  at  the  l^w  (difference)  frequencies. 

A  significant  increase  in  a  portion  of  the  20-40  second  band 
is  observed.  Peak  differences  as  high  as  33  db  at  0.4  Hz  are 

observed  with  peak  differences  in  the  LP  b  ad  at  ai  proximately 
12  db. 

The  i csults  cf  1 igurc  6  indicate  the  expected  output 
spectra  for  a  non-linearity  acting  on  the  earth  displacement 
if  the  input  spectra  are  truly  representative  of  earth  dis¬ 
placement  noise.  It  is  emphasized  that  these  input  spectra 
are  based  on  measurement  data  and  are  in  fact  seismometer 
output  spectra  upon  which  non-linearities  (if  present)  have 
already  acted. 

Figure  7  shows  results  of  the  non-linearity  model  acting 
on  the  acceleration  microseismic  noise.  Results  are  similar 
foi  both  models  5  and  4,  the  major  difference  being  the 
notch  at  18  seconds  for  model  4.  The  result  of  the  non-linearity 
is  to  fill  in  tills  notch  and  for  both  models  is  to  increase 
energy  in  the  low  frequencies  and  near  the  third  harmonic. 

The  increase  in  low  frequency  energy  for  the  acceleration  model 
is  more  pronounced  because  of  the  relative  levels  of  low  and 
high  f requeue)  energy  at  the  input.  That  is,  for  the  acceleration 
noise  model,  significant  energy  in  the  range  from  1  to  8  llz 
is  also  pumped  down  into  the  LP  band. 
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Peak  spectral  noise  increase  occurs  in  the  LP  band  and 
ranges  from  about  1  db  for  a  ~  0.1$  to  about  21  db  for  a  =  3%. 
Thus ,  for  an  instrument  with  non-linearities  acting  on  the 
acceleration  input  to  the  instrument,  the  non-linearity  levels 
examined  would  cause  significant  degradation  of  the  system 
performance  . 

Figures  6  and  7  demonstrated  relative  spectral  noise 
increases  due  to  the  described  non-linearities.  Of  concern 
also  is  the  relative  total  noise  increase  in  finite  SP  and 
LP  bands  of  interest.  A  spectral  integration  scheme  was 
employed  to  compute  relative  input  and  output  power  in 
representative  long-period  and  short-period  bands.  Results 
of  this  computation  for  displacement  and  acceleration  noise 
models  3  and  4  are  given  in  Figure  8. 

Because  of  the  sharp  slopes  of  the  noise  curves  and  the 
logarithmic  frequency  scale,  energy  in  the  selected  SP  and 
LP  bands  is  very  sensitive  to  the  exact  bandpass  limits,  and 
results  of  the  bandpass  integration  in  some  cases  may  not 
appear  to  agree  with  Figures  6  and  7.  The  point  to  be  made 
by  Figure  8  is  tint  gross  differences  in  bandpass  noise  levels 
are  observed  for  non-linearities  of  the  order  of  It.  and  thus 
reduce  the  effective  si gnal -to-noisc  performance  of  the  system. 
This  degradation  of  signal-to-noise  ratio  can  seriously  impair 
the  ability  to  detect  low-lev  1  events  in  the  given  LP  and  SP 
bands . 
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3.0  CONCLUSIONS  AND  COMMENTS 


It  has  been  demonstrated  that  a  wideband  seismometer 
exhibiting  the  example  non-linearity  would  produce  an  output 
spectrum  which  could  seriously  degrade  overall  performance. 

For  the  interfering  event  case  there  would  be  confusion  in 
trying  to  separate  low-level  events  from  cross-product  terms 
of  larger  events. 

For  the  case  of  low  signal - to -noise  it  is  demonstrated 
that  in  certain  spectral  bands,  the  example  non-linearities 
increase  noise  levels  sufficiently  to  completely  mask  low-level 
events.  The  severity  of  the  problem  depends  of  course  on  the 
exact  non-linearity  levels  to  be  expected  in  actual  seismo¬ 
meters.  Efforts  to  date  have  indicated  that  an  expected  upper 
bound  on  non-linearities  is  1“',  however,  very  little  information 
concerning  the  definition  of  this  distortion  level  is  available. 
There  is  a  noticeable  lack  of  reliable  test  data  to  verify 
expected  levels  of  non-linearities. 

Definition  and  implementation  of  non-linearity  test 
procedures  are  required  before  reliable  bounds  can  be  placed 
on  seismometer  non-linearity  levels.  Figure  9  is  a  preliminary 
representation  of  desirable  features  of  such  tests.  The  idea 
is  to  compare  broadband  instrument  results  with  those  from 
"standard"  SP  and  LP  instruments. 

A  major  task  in  implementing  the  ideas  represented  in 
Figure  9  is  the  definition  of  "standard"  seismometers.  Ideally 
they  would  be  linear;  however,  it  might  be  sufficient  that  they 
respond  only  to  specific  passbands  such  that  out-of-band  energy 
is  in  no  way  coupled  into  the  passband. 
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